lAl ISOTECH

Delta Plus
Dual Inlet Results

H2

Z:\MS\plus\data\Duallnletthydrogen\2012\feb\120211\P-37617__HD 7a.caf

‘ Saturday, February 11, 2012 12:29:51

Identifier 1 Identifier 2 Analysis | Comment | Preparation | Method
HD 7a Check Std P-37617 | HD 02/11/2012 | hd_7v.met
Additional Information
Infomation Gas Configuration
Peak Center found at [1962] Gas H2
Background: 4.67 mV,1.80 mV Magnet [Steps] 980
Pressure Adjustment: Left: 7000.1 Right: 6993.1 ( Manual A{ Cups 1
Ref. Name: d 2H/1H VS. 20
HD-5b -263.980 /SMOW
0 | H3 Factor | 2.370689
Raw Data

Int.2 Int.3 Int.2 Int.3 rR 3H2/2H2| R rd 3H2/2H2 [per | d d 2H/1H

Sample Sample Standard | Standard 3H2/2H2 | mil] vs. HD-5b | 3H2/2H2 | [per mil] vs.

[mV] [mV] [mV] [mV] [per mil] | VSMOW

vs.
V/QRAAMAS
Pre 6982.604 1728.101
1 6937.774 1910.774 6971.860 1725.090| 0.2589687 | 0.000257| 121.462 -174.581 | -174.581
2 6925.414 1906.968 6962.823 1722.744] 0.2589400 | 0.000257| 121.386 -174.638 | -174.638
3 6912.830 1903.436 6953.298 1719.841| 0.2589601 | 0.000257| 121.595 -174.484 | -174.484
4 6900.534 1899.527 6944.143 1717.719 0.2589134 | 0.000257| 121.426 -174.608 | -174.608
5 6888.656 | 1896.174 | 6934.849 | 1715.252 0.2589295 | 0.000257| 121.398 -174.628 | -174.628
6 6875.998 | 1892.349 | 6925.164 | 1712.559 0.2589099 | 0.000257| 121.367 -174.651 | -174.651
Evaluated Data
Mean Std.Dev. ST. Error Atom% Qutlier

d 3H2/2H2 [per mil] vs. VSM{ -174.598 0.061 0.025 0
d 2H/1H [per mil] vs. VSMOW, -174.598 0.061 0.025 0.012854 0
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